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Two-dimensional (2D) echocardiographic and angiographic 
measurements of ventricular volumes are limited by geo- 
metric assumptions concerning cavity shape. We compared 
in vitro the accuracy of a three-dimensional (3D) echocar- 
diographic system suitable for transthoracic imaging to 
magnetic resonance imaging (MRI) in the measurement of 
left and right ventricular volumes. Ventricular cast volumes 
from 14 excised formalin-fixed sheep hearts filled with an 
agarose solution were compared with data derived from 3D 
echocardiography and MRI. Left and right ventricular vol- 
umes from 3D echocardiographic reconstructions agreed 
well with actual volumes without significant underestima- 
tion or overestimation. MRI progressively underestimated 
left ventricular volumes as these increased and systemati- 
cally underestimated right ventricu!ar volumes. Our echocar- 
diographic system designed for 3D transthoracic imaging 
combines excellent measurements of left and right ventric- 
ular volumes and the computed reconstruction of tomo- 
graphic slices with the full spatial resolution of the original 
2D images. Thus in this in vitro model, 3D echocardiography 
exhibited greater accuracy than MRI. (Am Heart J 1997; 
133:221-9.) 
Accurate determination ofleft and right ventricular 
volumes provides important pathophysiologic and 
prognostic information in patients with a variety of 
cardiac disorders. For many years, angiography has 
been the clinical standard for determining left ven- 
tricular volume. Recently, magnetic resonance im- 
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aging (MRI) has been validated as an accurate tech- 
nique for determining both left and right ventricular 
volumes in vivo. 1, 2 However, the high cost, long ex- 
amination time, and immobility of MRI instrumen- 
tation limit the extensive use of this technique in 
clinical practice. 
Compared with these techniques, echocardiogra- 
phy has the advantages of lower cost, better porta- 
bility, high temporal resolution, and no ionizing ra- 
diation. Echocardiography allows accurate stima- 
tion of heart dimensions, 3 even though the lateral 
resolution of ultrasound is limited compared with 
that of angiography and MRI. Similar to angiogra- 
phy, two-dimensional (2D) echocardiography relies 
on geometric assumptions for determining ventricu- 
lar volumes and thus involves considerable measure- 
ment errors, especially for determining right ven- 
tricular volume. 4, 5 
Three-dimensional (3D) echocardiography may 
avoid the need for geometric assumptions, thereby 
allowing accurate valuation of cardiac hamber size 
and shape, even in cavities with irregular or dis- 
torted geometry. Different systems have been pro- 
posed to achieve 3D reconstruction of the beating 
heart from multiple 2D echocardiographic images 
with known spatial orientation, obtained with both 
transthoracic or transesophageal probes. For trans- 
thoracic probes, transducer locating systems have 
included a mechanical arm with position sensors, 6-8 
an acoustic ranging device with three fixed micro- 
phones and spark gaps affixed to a freely movable 
ultrasound probe, 9-12 or an electromagnetic locator 
device. 13 Although these systems have been demon- 
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strated to provide accurate measurements  of ven- 
tr icular volumes, they only preserve the same spatial  
resolution as the original 2D images, in a l imited 
number  of imaging planes rather  than  through the 
entire cardiac volume. In fact, these systems provide 
only "wire f rame" reconstruction of the ventr icular  
cavities of autonomic information in areas between 
individual wire loops. Moreover, the mechanical  a rm 
may limit t ransducer  movements  and acoustic rang- 
ing devices reduce ins t rument  portabil ity, thereby 
impair ing bedside examination. Recently, 3D 
echocardiographic reconstruction of the heart  has 
been obtained by t ransesophageal  probes, t4-16 with 
excellent image quality and volume quantitation. 
Nevertheless, due to its semiinvasive nature,  an 
echographic system for 3D reconstruction of the 
heart  based on a t ransesophageal  probe may not gain 
widespread clinical application. 
To overcome the technical l imitations of previously 
proposed transthoracic systems for 3D echocardiog- 
raphy, we developed a new system based on a trans-  
thoracic t ransducer  otat ing around its central ax- 
is.17, is A study in 40 pat ients demonstrated that  our 
system can be easily used in the clinical arena, 19 and 
pre l iminary data obtained from in vitro preparat ions 
of excised animal  hearts  showed that  our system can 
accurately determine left ventr icular  volumes. 2° 
Moreover, our system reconstructs images that  main- 
rain the same spatial  and temporal  resolution as the 
original 2D images while fully preserving system 
portabil ity. Thus the current  study was under taken 
to compare in vitro est imates of left and right 
ventr icular  volume by 3D echocardiography to ana- 
tomic volumes. MRI was performed to establ ish its 
relative accuracy in volume quant i tat ion compared 
with 3D echocardiography under comparable condi, 
tions. 
METHODS 
3D echocardiographic system. To perform the trans- 
thoracic 3D reconstruction ofthe heart by ultrasound, we 
developed an echocardiographic system based on a 3.5 
MHz dynamically focused annular array transducer rotat- 
ing 180 degrees around its central axis. The ultrasonic 
beam profile exhibited a regular shape along the entire 
depth used to visualize the heart, with a lateral resolution 
of 1.3 mm at -6 dB. This transducer allows the acquisition 
of 51 standard fan:shaped 2D echocardiograms at 3.6-de- 
gree increments of rotation. Because the rotation axis is in 
the center of the 2D fan, a transducer rotation of 180 de- 
grees permits the 3D visualization of a solid cone encom- 
passing the heart. Comparing the 0-degree (first 2D scan- 
ning plane) and the 180-degree (51st scanning plane) im- 
ages provides an immediate check of the rotation axis 
stability during the recording; in fact, if the transducer 
maintains the same relative position to the heart during 
the examination, the 0- and 180-degree images are mirror 
images. If the 0- and 180-degree images differ, the acqui- 
sition is repeated; less than 2 minutes is needed to acquire 
the new study. 
The transducer is connected to an echocardiographic 
system (SIM 5000, ESAOTE Biomedica, Florence, Italy) 
modified by adding an electronic ircuit that, with an 8086 
personal computer, controls the acquisition process and 
displays the scanning plane number on the screen, where 
the 2D images are displayed in real time. The system al- 
lows one to select between probe rotation at either fixed 
time intervals (excised heart) or intervals triggered by the 
electrocardiogram (ECG) (beating heart). In this latter 
mode, an entire cardiac ycle is recorded from each trans- 
ducer position and the subsequent cycle is used to rotate 
the transducer; thus the system acquires images over 100 
cardiac cycles, or 60 to 100 seconds in normal sinus 
rhythm. To reduce artifacts derived from heart rate vari- 
ability and arrhythmias, the system repeats the cardiac 
cycle acquisition ffthe actual R~R interval differs from the 
mean value by more than a percentage threshold selected 
bythe operator. At the operator's option, the system can 
also be used to rotate the scanning plane without he check 
on heart rate stability (i.e., during an irregular hythm 
such as atrial fibrillation). The echocardiograph displays 
the 2D images on the screen in real time and the same im- 
ages are stored on ~-inch video tape at a television frame 
rate of 25 frame/sec. 
The videotaped 2D echocardiographic images were dig- 
itized using a 80386 personal computer and a monitor with 
768 × 576 pixel resolution and 256 gray levels with a frame 
grabber (GTI Freeland, Indianapolis, Ind.). Only the first 
50 2D images (scanning planes 0 to 49) were digitized be- 
cause the image at the 50th increment of rotation (180 de- 
grees) was used exclusively to check rotation axis stability. 
For beating hearts, up to 1250 images (25 frames through- 
out a cardiac ycle in each of the 50 scanning planes) are 
used to reconstruct the 3D images, isFor each frame in the 
cardiac ycle, the 50 images acquired in cylindrical coordi- 
nates are processed by an algorithm for linear interpola- 
tion to reconstruct a 3D cone of information in Cartesian 
coordinates. Because the 2D echocardiographic fan-shaped 
images occupied only the central area of the screen, the 
computer uses the central 256 x 576 pixels of the original 
images to reduce both the computational time and the disk 
space without losing important echocardiographic infor- 
mation. Thus each of the up to 25 successive 3D images can 
be stored in matrices of 256 × 256 x 576 pixels and 256 
gray levels, preserving the spatial resolution of the origi- 
nal 2D images. Because the 50 images used to reconstruct 
each 3D matrix are acquired uring 100 consecutive car- 
diac cycles, each 3D image represents an average image 
derived from multiple heart beats. From the 3D matrices 
stored in the computer, 2D echocardiographic images in 
any plane:at specified times in the cardiac cycle, or 
throughout the cardiac cycle, can be derived and visual- 
ized. For this in vitro validation, only one 3D matrix of data 
was reconstructed for each left and right ventricle. In this 
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study, the spatial resolution varied from 0.29 to 0.44 mm/ 
pixel. The accuracy of the 3D reconstruction a d volume 
calculation algorithms was tested with a standard nltra- 
sound phantom (RMI, model 412A, Middleton, Wis.) and 
with balloons and surgical gloves filled with water and im- 
mersed in a fish tank. 21 
Excised heart preparation. Fourteen freshly excised 
sheep hearts were prepared by sewing shut one of the two 
venae cavae and three of the four pulmonary veins, to leave 
only one open vessel in each atrium. Pulmonary artery and 
aorta were left open to purge air. The hearts were fLxed in 
formalin for 48 hours with pressure xpansion to avoid 
chamber collapse; apressure of 25 to 30 mm Hg was used 
to expand the left and right cavities. To obtain the ventric- 
nlar casts, the heart cavities were filled with a heated 5% 
solution of agarose in water. After solidification of agarose 
with cooling, two wooden toothpicks were inserted orthog- 
onally through the left and right sides of the heart at the 
level of the atrioventricular g oove to mark a common ref- 
erence plane for the 3D echocardiographic and MRI stud- 
ies. 
Echocardiographic image acquisition and volume cal- 
culation. Echocardiographic studies were performed with 
the excised hearts uspended and immersed in a fish tank 
filled with water. For each heart, two complete rotations of 
the imaging plane were performed to encompass the ]eft 
and the right ventricles. 
From the 3D volume images of the left and right ventri- 
cles reconstructed from the nonparallel images, up to 49 
parallel tomographic planes were derived beginning par- 
allel to the mitral or tricuspid valve plane, respectively, 
and extending to the ventricular apex in the short-axis 
orientation with 256 × 576 pixel resolution. With the cur- 
rent computer hardware and software, reconstruction f 
each 3D matrix and the subsequent selection of the short- 
axis tomographic planes required about 45 minutes. Slice 
thickness Varied from 1.15 to 1.77 mm. The images were 
calibrated for distance and the volume (in cubic millime- 
ters) of each voxel was calculated. For each short-axis im- 
age, three independent observers who did not know the 
actual volumes manually traced the endocardial border 
with a mouse connected to the frame grabber. To test in- 
traobserver variability, the same slices were manually 
traced twice by one observer 10 days apart. The ventricu- 
lar volumes were defined as the sum of the volumes of the 
individual slices derived from the 3D reconstruction of
each ventricle. 
From each series of manually traced endocardial bor- 
ders, a 3D perspective image of the ventricular cavity was 
visualized by use of commercially available software for 
ray tracing 22 customized for our specific application. With 
this software the user can visualize the left and right ven- 
tricular cavities with any spatial orientation to compare 
the 3D reconstruction with the actual ventricular casts. 
MRI acquisition and volume calculation. MRI was per- 
formed using a 0.5 Tesla commercially available system 
(Philips Gyroscan, Eindhoven, The Netherlands). The ex- 
cised hearts were positioned inside the magnet and imaged 
with the head probe. We used a gradient echo imaging 
technique without ECG gating and with the following pa- 
rameters: alpha = 60 degrees, TE = 12 msec, TR = 21 msec, 
slice thickness=5 mm, 256×256 matrix, field of 
view = 190 mm, two measurements. In a preliminary 
study, these parameters were found to provide optimal 
contrast between the left and right ventricular cavities and 
walls. After an initial localizing scan, the hearts were ira- 
aged in the short-axis plane. We used only one imaging 
plane to study both the left and the right ventricnlar car- 
ities. The slices of the left and right ventricles were contig- 
uous with no space in between. The calibration of the MRI 
system was verified by imaging test objects with known 
shape and volume. 
The left and right ventricular cavities of the excised 
hearts were readily recognized because of the high contrast 
achieved with the imaging parameters. Image resolution 
was 0.7 x 5 mm. Up to 21 contiguous slices were necessary 
to cover both ventricles. The ventricles were easily differ- 
entiated from the atria because of the different wall thick- 
nesses. The atrioventricular planes were also recognized 
because of the presence of the two orthogonal toothpicks, 
which appeared as "cross-shaped void streaks" in the MRI 
images; the slices with the atrioventricnlar planes were 
considered as part of the ventricular cavities. Left and 
right ventricular volumes were calculated simply by add- 
ing the ]eft and right cavity volumes of each individual 
slice. These values were obtained by multiplying the slice 
thickness by the endocardial areas of the two chambers 
that were traced manually with the trackball of the MRI 
console. 
Anatomic volume calculation. After imaging of the ex- 
cised hearts, the left and right atrial myocardium was in- 
cised and carefully peeled off. After the atrioventricular 
planes were identified, the atrial casts were separated 
from the corresponding ventricnlar casts, the reference 
toothpicks being included in the ventricular cavities. Then 
the ventricnlar myocardium was incised and carefully 
peeled offthe ventricular casts. The actual volumes of the 
ventricnlar casts were measured by water displacement i  
a graduated beaker. The actual anatomic volumes, calcu- 
lated as the mean value of three repeated measurements, 
ranged from 10.3 to 42.2 ml for the left ventricles and from 
38.3 to 77.6 ml for the right ventricles. 
Statistical analysis. Values are expressed as mean _+ 
SD. The accuracy of the ventricular volumes derived from 
the 3D echocardiographic re onstructions and MRI was 
examined by simple linear regression analysis or linear 
regression analysis with replication. Regression lines and 
line of identity were compared according to the method 
proposed by Zar. 23 The method of Bland and Altman 24 was 
used to determine differences between methods and to as- 
sess whether differences were systematically related to 
ventricular size. The bias, or systematic error, of each 
method was also expressed as a percentage of the anatomic 
volume (Percent error = [Measured volume- True vol- 
ume] × 100/True volume), and the mean _+ SD percent bias 
was calculated for each method. The mean percent biases 
were compared by nonparametric analysis of variance 
(Kruskal-Wallis tatistic) and by the nonparametric Mann- 
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Fig. 1. Top, Correlation between left ventricular volumes 
derived from 3D echocardiographic re onstruction a d an- 
atomic values. The linear regression line (solid line) for 
pooled data of three independent observers was statisti- 
cally equal to the line of identity (dotted line). Bottom, 
Bland-Airman data analysis of left ventricular volumes 
derived from 3D echocardiographic reconstruction. No 
systematic underestimation r overestimation was found. 
Whitney U statistic. The imprecision, or random error, was 
defined as the absolute difference between the anatomic 
volume derived from the regression line equation calcu- 
lated for each method and the true anatomic volume; im- 
precision was expressed asthe percentage ofthe anatomic 
volume. The mean ± SD percent imprecisions were also 
compared by use of the Kruskal-Wallis tatistic. Interob- 
server variability was expressed as the mean of the abso- 
lute differences between the measurements of the three 
observers and was examined by two-way analysis ofvari- 
ance. Intraobserver variability was expressed as the mean 
of the absolute differences between the two repeated mea- 
Table I. Linear correlation between three-dimensional 
echocardiographic and true anatomic left ventricular vol- 
umes for the three independent observers 
Observer r Regression equation SEE (ml) 
First  0.98* LVEcho = -0.39 + 0.97 * LV~at  2.09 
Second 0.95* LV~cho = 0.17 + 0.94 * LV~at  3.41 
Third 0.98* LVEcho = 0.52 + 0.96 * LVMat 2.44 
SEE, Standard error of the estimate; LV, left ventricle; Echo, echocardiog- 
raphy; Anat, anatomy. 
*p < 0.001. 
surements and was examined by Student  test. Ap value 
<0.05 was accepted as significant. 
RESULTS 
3D echocardiography. The reconstruction ofthe left 
ventr icular  cavities derived from the 3D echocardio- 
graphic data sets accurately reproduced the shape of 
the actual casts. Left ventr icular  volumes derived 
from 3D reconstructions agreed well with actual vol- 
umes. The correlation between measured and true 
left ventr icular volumes was also excellent for the 
individual observers (Table I); the slopes and inter- 
cepts of the three individual regression lines were 
statistical ly equal to the line of identity, with a stan- 
dard error of the est imate (SEE) ranging from 2.09 
to 3.41 ml. Similarly, l inear regression analysis for 
the pooled data of the three observers gave a regres- 
sion equation of: left ventr icular volume determined 
by 3D echocardiography = 0.10 + 0.96 * anatomic 
left ventr icular  volume (r = 0.97, p < 0.0001, SEE = 
2.59 ml), with no statist ical ly significant difference 
from the line of identity (Fig. 1, top). 3D echocardi- 
ography did not systematical ly underest imate or 
overest imate he  left ventr icular  volumes (-0.93 _+ 
2.60 ml, t = -1.58, p -- not significant [NS]) (Fig. 1, 
bottom), with a percent bias o f -3 .7% _+ 11.8% that  
remained constant over the range of explored ana- 
tomic volumes. The imprecision was 9.8% -+ 7.2%. 
The intraobserver variabi l i ty for the left ventr icular  
volumes was 1.32 ml or 5.2% of the mean (t = 0.30; 
p = NS); the interobserver variabi l i ty was 2.07 ml or 
8.2% of the mean (F = 0.67; p -- NS). 
The correlation between measured and true r ight 
ventr icular  volumes was excellent for the individual 
observers (Table II); the slopes and intercepts of the 
three individual regression lines did not differ sta- 
tistically from the line of identity, with an SEE 
ranging from 2.55 to 4.23 ml. L inear  regression 
analysis for the pooled data of the three observers 
showed an excellent correlation between the true 
r ight ventr icular  volumes and the measures  derived 
from 3D echocardiographic reconstructions; the re- 
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Table II, Linear correlation between 3D echocardiographic 
and true anatomic right ventricular volumes for the three 
independent observers 
Observer r Regression equation SEE (ml) 
Fi rst  0.97* RV~cho = 3.63 + 0.93 * RV~at  2.55 
Second 0.95* RVEcho = -4.16 + 1.08 * RVAnat 4.01 
Third 0.94* RVEcho = -3.81 + 1.07 * RVA~at 4.23 
RV, Right ventricle. Other abbreviations a in Table I. 
gression equation was: r ight ventr icular volume de- 
termined by 3D echocardiography = -1.45 + 1.03. 
anatomic right ventr icular volume (r = 0.95; p < 
0.0001; SEE = 3.56 ml) (Fig. 2, top). The mean 
systematic error of 3D echocardiography in the esti- 
mate of r ight ventr icular volumes did not differ sta- 
tistically from zero (-0.11 _+ 3.53 ml, t=-0 .20 ,  
p = NS; -0.3% - 7.4%) and no significant correlation 
existed between the bias and the true volumes (Fig. 
2, bottom). The imprecision was 5.2% _+ 4.3%. The 
intraobserver variabil ity for the right ventr icular 
volumes was 2.4 ml or 4.8% of the mean (t = 0.41; 
p = NS); the interobserver variabil ity was 2.64 ml or 
5.2% of the mean (F = 0.09; p = NS). 
MRI. Measurements derived from MRI images cor- 
related well with the true volumes for both the left 
ventricle (left ventr icular volume as determined by 
MRI = 2.39 + 0.87 * anatomic left ventr icular vol- 
ume; r = 0.98;p < 0.0001; SEE = 2.22 ml) (Fig. 3, top) 
and the r ight ventricle (right ventr icular volume as 
determined by MRI = 0.31 + 0.95 * anatomic right 
ventr icular volume; r = 0.98; p < 0.0001; SEE = 2.34 
ml) (Fig. 4, top). However, the two regression lines 
differed significantly from the line of identity. In fact, 
the regression line for the left ventr icular volumes 
had a slope significantly different from one (F = 5.76; 
p < 0.05), and the regression line for the right ven- 
tricle was parallel to but below the line of identity 
(F = 8.41; p < 0.01). The mean systematic error of 
MRI in the estimate of left ventr icular volumes did 
not differ statistically from zero (0.96 _+ 2.60 ml; 
t = -1.39;p = NS; -2.2% _+ 8.4%), but the bias corre- 
lated significantly with the true volumes (r = -0.57; 
p < 0.05) (Fig. 3, bottom). MRI systematical ly under- 
est imated the right ventr icular volumes (-1.79 _+ 
2.29 ml; t = -2.93; p < 0.02; -3.5% _+ 4.6%) with no 
significant correlation between the bias and the true 
volumes ( r -  0.19; p = NS) (Fig. 4, bottom). The im- 
precision was 7.1% + 5.0% and 3.6% --- 2.9% for the 
left and the right ventricular cavities, respectively. 
DISCUSSION 
The present in vitro study demonstrated that our 
3D echocardiographic system based on a transtho- 
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Fig. 2. Top, Correlation between right ventricular vol- 
umes derived from 3D echocardiographic reconstruction 
and anatomic values. The linear regression line (solid line) 
for pooled data of three independent observers was statis- 
tically equal to the line of identity (dotted line). Bottom, 
Bland-Altman data analysis of right ventricular volumes 
derived from 3D echocardiographic reconstruction. No 
systematic underestimation r overestimation was found. 
racic rotat ing transducer allows for excellent mea- 
surements of left and right ventr icular volumes of 
excised hearts. Interestingly, no substantial  overes- 
t imate or underest imate by 3D echocardiography 
was detected, even for the trabeculated, irregularly 
shaped right ventricle. Indeed, the SEE was simi- 
larly low for both left and right ventricles. Compared 
with MRI, 3D echocardiography exhibited a simi- 
larly small mean systematic error for both left (-3.7% 
vs -2.2%;p = NS) and right (-0.3% vs -3.5%;p = NS) 
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Fig. 3. Top, Correlation between left ventricular volumes 
derived from magnetic resonance imaging (MRI) and an- 
atomic values. The slope of the linear egression line (sol- 
id line) was statistically different from the slope of the line 
of identity (dotted line). Bottom, Bland-Altman data anal- 
ysis demonstrated that MRI bias was greater at larger 
volumes. 
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Fig. 4. Top, Correlation between right ventricular vol- 
umes derived from magnetic resonance imaging (MRI) and 
anatomic values. The intercept of the linear egression line 
(solid line) was statistically different from the intercept of 
the line of identity (dotted line). Bottom, Bland-Airman 
data analysis demonstrated that MRI consistently under- 
estimated the anatomic volumes. 
ventricular volumes. However, although 3D echo- 
cardiography accurately estimated both left and 
right ventricular volumes without any significant 
bias, MRI systematically underestimated the right 
ventricular volumes. Our results are in agreement 
with previous work s, 10, 11 and demonstrate hat our 
system maintains the same accuracy for cavities 
with an irregular shape such as the right ventricle, 
for which volume estimation from 2D echocardio- 
graphic images involves greater error. 25, 26 In partic- 
ular, the SEE and the bias obtained in our series of 
left ventricles were similar to the values reported by 
Handshumacher et al. 1° with a larger range ofven- 
tricular volumes. Of note, our results were obtained 
with intact hearts, whereas Handshumacher et a1.1° 
removed the atria and the right ventricular f ee wall 
before acquiring the echocardiographic images; thus 
our experimental design is more similar to the clin- 
ical setting. For the right ventricular volumes, our 
results are similar to those obtained by Jiang et al., 26 
even though those investigators acquired echocar- 
diographic images directly from ventricular casts af- 
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ter removing them from the right ventricular cavi- 
ties. 
Comparison with other 3D transthoracic echocardio- 
graphic systems. Compared with probes connected to 
mechanical arms 6~8 or to an acoustic ranging de- 
vice, 9-12 our 3D system based on a rotating trans- 
ducer has the advantage of fully preserving both 
freedom of transducer movements and portability of 
the echographic instrumentation. A recently devel- 
oped electromagnetic locator device allows for free 
movements of the transducer and maintains porta- 
bility13; unfortunately, it requires the absence of 
metallic objects in the examining area. Moreover, the 
rotational probe we developed allows the reconstruc- 
tion of 3D matrices with the same spatial and tem- 
poral resolution as the original 2D images (Fig. 5), 
whereas with the previously mentioned probes only 
wire frame models of the ventricular cavities can be 
obtained. Because our probe rotates with angular 
increments narrower than the transducer's lateral 
resolution, the 2D tomographic mages derived from 
the reconstructed 3D matrices are visually indistin- 
guishable from the standard 2D images. This ability 
to derive tomographic sections with any spatial, ori- 
entation and with the same visual characteristics a
the original 2D images allows the selection of planes 
correctly oriented even in patients with nonstandard 
acoustic windows. As demonstrated in a previous 
clinical series of 40 patients, 19 our system is easily 
applicable to a majority of subjects. Moreover, our 3D 
system requires a short acquisition time (<2 min- 
utes) and allows an immediate check of the technical 
quality of the study. In fact, immediately at the end 
of the acquisition, the operator can compare the first 
(0-degree rotation) and the last (180-degree rotation) 
tomographic sections to verify the transducer stabil- 
ity before the 3D matrices are reconstructed. 
Comparison with other in vitro studies with MRh Vol- 
ume measurements by MRI were previously re- 
ported to be highly accurate in both left and right 
ventricular castsY -29 However, Markiewicz et al.29 
found that MRI underestimated left and right ven- 
tricular output measured by thermodilution. In our 
study, left and right ventricular volumes measured 
by MRI correlated closely with the true volumes, but 
MRI underestimated right ventricular volumes. This 
underestimation could be partially explained be- 
cause the MRI slice thickness (5 mm) could be rela- 
tively high for irregularly shaped cavities uch as the 
right ventricle. In fact, MRI reveals on the screen a 
cavity that corresponds tothe smallest area obtained 
by superimposing the cavity areas at the two ex- 
treme sides of each tomographic slice. Thus if the 
cavity shape changes considerably in two sections 5
Fig, 5. Three-dimensional perspective image of l ft (right 
side) and right (left side) ventricular cavities derived from 
manually traced endocardial borders. Ventricular cavities 
were seen from atrioventricular plane (A) and from ante- 
rior wall (B). Reference axis length = 1 cm. 
mm apart, the MRI would tend to underestimate the 
true cavity area. Finally, the higher accuracy of 3D 
echocardiography compared with MRI cannot be ex- 
plained by the fact that three independent observers 
measured the echocardiographic volumes whereas 
only one observer measured the MRI volumes. In 
fact, each of the three regression lines calculated 
from the echocardiographic data of the individual 
observers for each ventricle was statistically equal to 
the line of identity, whereas the regression line based 
on the MRI data differed statistically from the line of 
identity for both left and right ventricular volumes. 
Study limitations and future applications. The 2D to- 
mographic images, derived from the 3D echocardio- 
graphic matrices, maintained not only the same 
spatial resolution as the original 2D images, but also 
the dropouts that may be present in the original 
echocardiograms. Therefore the definition of the en- 
docardial border is sometimes suboptimal, which can 
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explain the larger SEE exhibited by 3D echocardiog- 
raphy compared with MRI. 
The animal hearts we used did not have any ma- 
jor ventricular shape distortion. However, 3D echo- 
cardiography exhibited accurate volume estimation 
even for right ventricles that cannot be modeled by 
a simple geometric formula and whose tomographic 
slices showed complex shapes. Preliminary data ob- 
tained in vitro with atrial cavities confirmed that our 
system allows accurate estimation of the heart cav- 
ities independently from their geometric shape. 3° 
Similarly high accuracy could likely be obtained in 
the presence of major shape distortion such as that 
of postinfarction left ventricular aneurysm. A possi- 
ble limitation of this study could be related to the fact 
that the right ventricles were distended during the 
fixation with a relatively high pressure, which tended 
to increase their ventricular volumes and partially 
reduce trabecular irregularity. However, this hypo- 
thetic reduction of the right ventricular geometric 
complexity did not improve the accuracy of MRI 
measurements, and preliminary data demonstrated 
that our 3D echocardiographic system can accurately 
measure the volume of irregularly shaped left and 
right atrial cavities. 3° 
Although our 3D system is easily applicable in the 
clinical setting, greater variability can be predicted 
in vivo because of subjects' varied disease states and 
differences in body habitus. In fact, the relative po- 
sition of the heart with respect to the transducer 
might change with breathing, and respiratory gating 
would increase the acquisition time. With the cur- 
rent computer hardware and software configuration, 
the reconstruction of each 3D volume matrix takes 
45 minutes of computer time. This time can be 
reduced by more than 75% by use of a personal com- 
puter with more random-access memory (RAM) and 
a faster processor. However, the entire process of re- 
constructing the 3D volume images and selecting the 
tomographic planes is totally automatic and, there- 
fore, no user interaction is needed. Currently, the 
manual tracing of the endocardial border represents 
the most time-consuming step for the user: in fact, up 
to 25 minutes are required to complete the contour- 
ing of all sections needed to measure a ventricular 
volume (e.g., end diastolic or end systolic), depending 
on the observer's skill, the number of tomographic 
sections (average of 33 images for the left ventricle 
and 37 images for the right ventricle), and the tech- 
nical quality of the tomographic slices. This time 
could be reduced by the development of new algo- 
rithms for semiautomatic border detection that use 
the 3D data set to fill in gaps sometimes present in 
the original 2D images. 31 
In conclusion, our 3D transthoracic echocardio- 
graphic system combines excellent measurement of 
ventricular volumes with the computed reconstruc- 
tion of 3D volume images that maintain the same 
spatial and temporal resolution as the original 2D 
images without cumbersome xterual reference sys- 
tems. 
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